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under section 515(b) of the act requir-
ing such approval, except as provided 
in paragraph (b) of this section. Such a 
regulation under section 515(b) of the 
act shall not be effective during the 
grace period ending on the 90th day 
after its promulgation or on the last 
day of the 30th full calendar month 
after the regulation that classifies the 
device into class III is effective, which-
ever is later. See section 501(f)2)(B) of 
the act. Accordingly, unless an effec-
tive date of the requirement for pre-
market approval is shown in the regu-
lation for a device classified into class 
III in this part, the device may be 
commerically distributed without 
FDA’s issuance of an order approving a 
PMA or declaring completed a PDP for 
the device. If FDA promulgates a regu-
lation under section 515(b) of the act 
requiring premarket approval for a de-
vice, section 501(f)(1)(A) of the act ap-
plies to the device. 

(b) Any new, not substantially equiv-
alent, device introduced into commer-
cial distribution on or after May 28, 
1976, including a device formerly mar-
keted that has been substantially al-
tered, is classified by statute (section 
513(f) of the act) into class III without 
any grace period and FDA must have 
issued an order approving a PMA or de-
claring completed a PDP for the device 
before the device is commercially dis-
tributed unless it is reclassified. If 
FDA knows that a device being com-
mercially distributed may be a ‘‘new’’ 
device as defined in this section be-
cause of any new intended use or other 
reasons, FDA may codify the statutory 
classification of the device into class 
III for such new use. Accordingly, the 
regulation for such a class III device 
states that as of the enactment date of 
the amendments, May 28, 1976, the de-
vice must have an approval under sec-
tion 515 of the act before commercial 
distribution. 

[52 FR 17737, May 11, 1987] 

§ 876.9 Limitations of exemptions from 
section 510(k) of the Federal Food, 
Drug, and Cosmetic Act (the act). 

The exemption from the requirement 
of premarket notification (section 
510(k) of the act) for a generic type of 
class I or II device is only to the extent 
that the device has existing or reason-

ably foreseeable characteristics of 
commercially distributed devices with-
in that generic type or, in the case of 
in vitro diagnostic devices, only to the 
extent that misdiagnosis as a result of 
using the device would not be associ-
ated with high morbidity or mortality. 
Accordingly, manufacturers of any 
commercially distributed class I or II 
device for which FDA has granted an 
exemption from the requirement of 
premarket notification must still sub-
mit a premarket notification to FDA 
before introducing or delivering for in-
troduction into interstate commerce 
for commercial distribution the device 
when: 

(a) The device is intended for a use 
different from the intended use of a le-
gally marketed device in that generic 
type of device; e.g., the device is in-
tended for a different medical purpose, 
or the device is intended for lay use 
where the former intended use was by 
health care professionals only; 

(b) The modified device operates 
using a different fundamental sci-
entific technology than a legally mar-
keted device in that generic type of de-
vice; e.g., a surgical instrument cuts 
tissue with a laser beam rather than 
with a sharpened metal blade, or an in 
vitro diagnostic device detects or iden-
tifies infectious agents by using 
deoxyribonucleic acid (DNA) probe or 
nucleic acid hybridization technology 
rather than culture or immunoassay 
technology; or 

(c) The device is an in vitro device 
that is intended: 

(1) For use in the diagnosis, moni-
toring, or screening of neoplastic dis-
eases with the exception of 
immunohistochemical devices; 

(2) For use in screening or diagnosis 
of familial or acquired genetic dis-
orders, including inborn errors of me-
tabolism; 

(3) For measuring an analyte that 
serves as a surrogate marker for 
screening, diagnosis, or monitoring 
life-threatening diseases such as ac-
quired immune deficiency syndrome 
(AIDS), chronic or active hepatitis, tu-
berculosis, or myocardial infarction or 
to monitor therapy; 

(4) For assessing the risk of cardio-
vascular diseases; 

(5) For use in diabetes management; 
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(6) For identifying or inferring the 
identity of a microorganism directly 
from clinical material; 

(7) For detection of antibodies to 
microorganisms other than 
immunoglobulin G (IgG) or IgG assays 
when the results are not qualitative, or 
are used to determine immunity, or the 
assay is intended for use in matrices 
other than serum or plasma; 

(8) For noninvasive testing as defined 
in § 812.3(k) of this chapter; and 

(9) For near patient testing (point of 
care). 

[65 FR 2316, Jan. 14, 2000] 

Subpart B—Diagnostic Devices 

§ 876.1075 Gastroenterology-urology 
biopsy instrument. 

(a) Identification. A gastroenterology- 
urology biopsy instrument is a device 
used to remove, by cutting or aspira-
tion, a specimen of tissue for micro-
scopic examination. This generic type 
of device includes the biopsy punch, 
gastrointestinal mechanical biopsy in-
strument, suction biopsy instrument, 
gastro-urology biopsy needle and nee-
dle set, and nonelectric biopsy forceps. 
This section does not apply to biopsy 
instruments that have specialized uses 
in other medical specialty areas and 
that are covered by classification regu-
lations in other parts of the device 
classification regulations. 

(b) Classification. (1) Class II (per-
formance standards). 

(2) Class I for the biopsy forceps 
cover and the non-electric biopsy for-
ceps. The devices subject to this para-
graph (b)(2) are exempt from the pre-
market notification procedures in sub-
part E of part 807 of this chapter sub-
ject to the limitations in § 876.9. 

[48 FR 53023, Nov. 23, 1983, as amended at 61 
FR 1122, Jan. 16, 1996; 66 FR 38801, July 25, 
2001] 

§ 876.1300 Ingestible telemetric gastro-
intestinal capsule imaging system. 

(a) Identification. An ingestible tele-
metric gastrointestinal capsule imag-
ing system is used for visualization of 
the small bowel mucosa as an adjunc-
tive tool in the detection of abnormali-
ties of the small bowel. The device cap-
tures images of the small bowel with a 

wireless camera contained in a capsule. 
This device includes an ingestible cap-
sule (containing a light source, camera, 
transmitter, and battery), an antenna 
array, a receiving/recording unit, a 
data storage device, computer software 
to process the images, and accessories. 

(b) Classification. Class II (special 
controls). The special control is FDA’s 
guidance, ‘‘Class II Special Controls 
Guidance Document: Ingestible Tele-
metric Gastrointestinal Capsule Imag-
ing Systems; Final Guidance for Indus-
try and FDA.’’ 

[67 FR 3433, Jan. 24, 2002] 

§ 876.1330 Colon capsule endoscopy 
system. 

(a) Identification. A prescription, sin-
gle-use ingestible capsule designed to 
acquire video images during natural 
propulsion through the digestive sys-
tem. It is specifically designed to vis-
ualize the colon for the detection of 
polyps. It is intended for use only in 
patients who had an incomplete optical 
colonoscopy with adequate prepara-
tion, and a complete evaluation of the 
colon was not technically possible. 

(b) Classification. Class II (special 
controls). The special controls for this 
device are: 

(1) The capsule must be demonstrated 
to be biocompatible. 

(2) Non-clinical testing data must 
demonstrate the mechanical and func-
tional integrity of the device under 
physically stressed conditions. The fol-
lowing performance characteristics 
must be tested and detailed protocols 
must be provided for each test: 

(i) Bite test to ensure that the cap-
sule can withstand extreme cases of 
biting. 

(ii) pH resistance test to evaluate in-
tegrity of the capsule when exposed to 
a range of pH values. 

(iii) Battery life test to demonstrate 
that the capsule’s operating time is not 
constrained by the battery capacity. 

(iv) Shelf-life testing to demonstrate 
that the device performs as intended at 
the proposed shelf-life date. 

(v) Optical testing to evaluate funda-
mental image quality characteristics 
such as resolution, field of view, depth 
of field, distortion, signal-to-noise 
ratio, uniformity, and image artifacts. 
A test must be performed to evaluate 

VerDate Sep<11>2014 17:25 Jun 08, 2016 Jkt 238077 PO 00000 Frm 00427 Fmt 8010 Sfmt 8010 Q:\21\21V8.TXT 31lp
ow

el
l o

n 
D

S
K

54
D

X
V

N
1O

F
R

 w
ith

 $
$_

JO
B


		Superintendent of Documents
	2016-07-08T02:35:56-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




